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Stability

The Royale Medical Pressure Relieving Day Chair range has been designed to provide optimal 
comfort and support for users whilst providing valuable pressure relieving benefits. Users must 
be seated appropriately and have the appropriate seat height to ensure user safety and ease of 
transfer when raising and lowering from the seat.

Weight Capacity

The Royale Medical Pressure Relieving Day Chairs have a maximum safe weight capacity of  
205 kg. This limit must not be exceeded under any circumstances. Surpassing the specified 
weight capacity may result in damage to the chair and could lead to serious injury to the  
user or others.

User Safety

To ensure user safety, it is strongly recommended that a thorough safety inspection of the chair 
is carried out before each use. Please verify the following:

•	 The chair is positioned securely on the floor and does not slide.
•	 All four contact points are stable and fitted with anti-slip rubber tips.
•	 Each leg is adjusted to the correct height, and the locking pin is fully engaged and visibly pro-

truding.
•	 The backrest is properly attached and capable of supporting the user’s weight.
•	 There is sufficient space around the chair to allow users to safely raise and lower themselves 

without obstruction.

Exposure to Weather

Avoid prolonged exposure to extreme heat or cold. Extended exposure to harsh weather 
conditions can cause materials such as upholstery, steel, plastic, and rubber components to 
become brittle, crack, or deteriorate over time. This may lead to structural damage, including 
discoloration or fading of the steel frame and upholstery and compromise the overall integrity of 
the chair.

Intended Use

The Royale Medical Pressure Relieving Day Chairs are specifically designed to function as a 
supportive seating aid. Prior to use, inspect the chair to ensure it is placed on a level surface. 
Confirm that all legs are securely positioned, stable, and adjusted to the appropriate height 
for the user. The user should be able to sit with both feet flat on the floor and maintain an 
upright posture, with their upper body comfortably supported by the backrest. These chairs are 
intended to assist in the prevention of pressure sores through the use of an integrated adjustable 
air bladder and medical-grade, four-way stretch pressure-relieving fabric.

Safety & Precautions 2Introduction1

S338333 - Chair Lowback - Pressure Relieving Standard 50cm (Royale Medical) 205kg SWL (Adjustable Air)

S338334 - Chair Lowback - Pressure Relieving Wide 60cm (Royale Medical) 205kg SWL (Adjustable Air)

S338331 - Chair Highback - Pressure Relieving Standard 50cm (Royale Medical) 205kg SWL (Adjustable Air)

S338332 - Chair Highback - Pressure Relieving Wide 60cm (Royale Medical) 205kg SWL (Adjustable Air)

S338335 - Legrest - Pressure Relieving Adjustable Stool (Royale Medical) 205kg SWL



ROYALE MEDICAL PRESSURE RELIEVING DAY CHAIRROYALE MEDICAL PRESSURE RELIEVING DAY CHAIR

54

SPECIFICATION Highback 
Standard

Highback  
Wide

Lowback  
Standard

Lowback  
Wide

Legrest

SKU S338331 S338332 S338333 S338334 S338335

Safe Working Load (SWL) 205 kg 205 kg 205 kg 205 kg 205 kg

Overall Width 72 cm 82 cm 72 cm 82 cm 50 cm

Overall Depth 62 cm 70 cm 62 cm 70 cm 40 cm

Overall Height 111 - 121 cm 111 - 121 cm 87 - 97 cm 87 - 97 cm 43 - 55 cm

Seat Width 50 cm 60 cm 50 cm 60 cm 50 cm

Seat Depth 44 cm 44 cm 44 cm 44 cm 40 cm

Seat To Floor Height 42 - 52 cm 42 - 52 cm 42 - 52 cm 42 - 52 cm 43 - 55 cm

Backrest Height 74 cm 74 cm 48 cm 48 cm -

Armrest Height 20 cm 20 cm 20 cm 20 cm -

Net Weight 11kg 13kg 10kg 11.5kg 4.8kg

Gross Weight 14kg 16kg 13kg 14.5kg 6.3kg

Features

Specifications

3

4

Instructions for Use 5

Ergonomic Design with Lumbar Support

Adjustable Air Bladder System

Medical Grade PU Fabric

Height Adjustable Seat

Fitted Rear Wheels

Multi-Purpose Functionality

Backrest

Armpad

Seat
(adjustable air 

bladder inside)

Hand Pump

Leg
Rear Wheels

Release 
Valve
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Assembly

Instructions for Assembly (Lowback/Highback Chairs)
1.	 Unpack components - carefully remove all components from the packaging and place them 

on a clean, flat surface.
2.	 Attaching side frames to seat section - align each side frame to the screw holes in the seat 

frame. Using the provided screws, insert and secure each screw. Ensure all four screws are 
tightened securely.

3.	 Installing the backrest - locate the receiver bars at the rear of the padded seat. Guide the 
backrest down into the receiver bars and lock into place using the pushpins.

4.	 Adjusting and fitting the legs - insert the adjustable leg sections into each fixed leg base. 
Note: the legs with castors are for the rear two legs. Press the pushpin and slide to desired 
height. Ensure the pin locks securely into place for each leg.

Instructions for Assembly (Legrest)
1.	 Adjusting and fitting the legs - insert the adjustable legs into each fixed leg base. Press the 

pushpin and slide to desired height. Ensure the pin locks securely into place for each leg.

How to use the Lowback/Highback Chair

Sitting Down:
1.	 Approach the chair until the back of your legs gently contact the front edge of the seat.
2.	 Place both hands securely on the armrests to provide support and maintain balance.
3.	 Ensure the chair is stable and positioned on an even surface before proceeding.
4.	 Slowly lower yourself into the chair in a controlled manner, keeping your weight evenly 

distributed.

Standing Up:
1.	 Move your hips forward to the edge of the seat until your feet are flat and firmly positioned 

on the floor, approximately shoulder-width apart.
2.	 Place your hands on the armrests for support.
3.	 Lean slightly forward, bringing your head and shoulders over your knees to engage your 

center of gravity.
4.	 Push through your legs and arms to rise to a standing position in a slow and steady motion.

Adjusting the Seat Height
1.	 To modify the seat height, press the push-button and slide the leg up or down to the desired 

position. Adjusting the leg length changes the overall seat height, which is essential for 
ensuring safe and effective use.

General Height Guideline:
•	 The user should be able to sit with both feet flat on the floor, maintaining an upright posture 

with the upper body comfortably supported by the backrest.
•	 For optimal safety and function, it is recommended that seat height adjustments be guided by 

a qualified healthcare professional.

Adjusting the Air Bladder
The integrated seat air bladder is pre-filled to provide optimal pressure redistribution, user 
comfort, and postural support. This pre-set pressure level is intended to accommodate the 
needs of most users, ensuring effective offloading of pressure points and promoting even weight 
distribution across the seating surface.

If a clinical assessment indicates that adjustment is required, the bladder can be accessed via 
the Velcro opening at the rear of the seat pad. To modify the pressure level:

1.	 Connect the hand pump to the air flow tube.
2.	 Inflate the bladder by squeezing the pump to reach the desired pressure level. Deflate by 

pressing the release valve on the air flow tube.
3.	 Once the adjustment is complete, disconnect the hand pump and carefully reposition the air 

flow tube within the seat section.

All pressure modifications should be undertaken with regard to the user’s clinical condition, and 
ideally under the supervision or recommendation of a qualified healthcare professional.
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Labelling Information6

•	 Name and address of the company
•	 Name and code for the product
•	 Safe Working Load (SWL)
•	 Serial number of the product (which includes the date of manufacture and the batch serial 

number)

Product Label

The Royale Pressure Relieving Day Chair has a product label on the rear of the frame. The 
product label includes the following information:

Product Care & Maintenance 7

To ensure the longevity, safety, and continued performance of your Royale Medical Pressure 
Relieving Day Chair, regular inspection and maintenance is recommended:

Routine Inspection
Conduct a thorough inspection of the chair every 3 months, checking for signs of wear 
or damage to the backrest, seat cushion, frame, and hand screws. Address any concerns 
immediately to maintain user safety.

Moisture Exposure
If the chair is exposed to water or moisture, promptly dry all affected areas, particularly the seat 
and frame - to prevent material degradation or corrosion.

Cleaning Instructions
Clean the chair regularly using warm water or a mild, non-abrasive detergent. Use only soft 
cleaning tools such as a soft sponge, dishcloth, or soft-bristled brush.

Avoid the use of sharp instruments or abrasive cleaning agents, as these may damage the 
upholstery, causing tears or discoloration.

Environmental Exposure
Prolonged exposure to heat, sunlight, or harsh environmental conditions can accelerate wear and 
fading of the upholstery. Store the chair in a cool, dry environment when not in use.

Replacement Parts & Servicing
All replacement components, repair services, and after-sales support are available through 
authorised Royale Medical dealers. Contact your supplier for assistance with servicing or spare 
parts.
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Please adhere to your local government regulations for the appropriate recycling and disposal 
of medical equipment. All disposal should be carried out through authorised agents or licensed 
facilities.

Before disposal, review the materials listed below to ensure appropriate sorting and 
environmentally responsible handling:

•	 Frame: Steel – recyclable through metal recycling facilities

•	 Seat, Backrest, and Armrests: Polyurethane fabric and foam – dispose of in accordance with 
local guidelines for synthetic materials

•	 Air Bladder: Polyurethane fabric – dispose in accordance with local guidelines for synthetic 
materials

•	 Hand Screws: Combination of plastic and metal – separate components if required and 
recycle accordingly

•	 Packaging Materials:

•	 Cardboard – recyclable
•	 Foam – dispose of based on local council recommendations
•	 Plastic – recycle with appropriate facilities
•	 Correct sorting and recycling of components helps reduce environmental impact and 

supports responsible disposal practices

Warranty 9

The Royale Medical Pressure Relieving Day Chair range is covered by a 12-month warranty from 
the date of purchase, including structural integrity and manufacturing faults.

During this warranty period, any component found to be defective due to faulty materials or 
workmanship will be repaired or replaced by the authorised Royale Medical dealer from which 
the product was originally purchased.

•	 Normal wear and tear – including fading, scuffs, stains, soiling or natural deterioration of the 
product or its components – is not covered under warranty.

•	 Improper use or care – damage caused by incorrect use, cleaning, negligence, mishandling, 
transport or storage of the product - is not covered under warranty.

•	 Unauthorised changes – damage resulting from modifications, alterations, poor assembly, 
tampering, or use outside the intended purpose - is not covered under warranty.

•	 Environmental exposure – damage from sunlight, extreme temperatures, or contact with 
chemicals and agents known to harm the product finish - is not covered under warranty.

•	 Body indentations – cushioning is designed to provide support and comfort, however, body 
indentations over time are a normal occurrence and indicate that the upholstery layers are 
performing as they should - is not covered under warranty.

In the event of a defect or manufacturing fault, contact the original Royale Medical dealer to 
initiate assessment and service. 

Recycling & Disposal8
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